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APPLICATIONS  OF  A  HIGH  PRESSURE  SOXHLET  EXTRACTOR 
USING  LIQUID  C02  FOR  THE  EXTRACTION  OF  ORGANIC  PHOSPHONATES 

FROM  SOLID  ADSORBENTS 

1.  INTRODUCTION 

The  interest  in  this  type  of  extraction  arose  out  of  the  need  to  extract 
organic  compounds  from  charcoal  filter  beds.  Traditionally,  it  is  difficult  to 
effectively  desorb  and  identify  organic  compounds  from  charcoal,  due  to  their 
adherence  and/or  adsorbence  to  the  charcoal,  and  possibly  destroying  labile 
compounds  if  heated  to  a  high  degree. 

The  method  employed  in  this  study  uses  a  soxhlet  extractor  enclosed 
in  a  stainless  steel  canister.Carbon  dixode  is  introduced  into  a  sealable  cylinder 
and  the  entire  unit  is  pressurized  by  vaporizing  the  C02  with  a  heated  water  bath 
at  50°  C.  A  cold  finger  condenses  the  vaporized  C02and  the  resulting  liquid  C02 
fills  the  soxhlet  apparatus  containing  the  sample  adsorbent.  The  liquid  C02  is 
transferred  to  the  collection  flask  where  the  C02  is  vaporized  leaving  the  extracted 
residue  behind.  The  extraction  cycle  repeats  until  terminated.1 

One  advantage  is  the  low  temperature  needed  to  cycle  the  solvent  through 
the  sample  and  thus  avoid  the  loss  of  low  boiling  compounds.  While  the  method  is 
not  identical  to  supercritical  fluid  extraction  since  the  C02  critical  temperature  and 
pressure  are  not  utilized,  it  does  have  an  advantage  over  traditional  soxhlet  extraction 
in  that  large  amounts  of  solvent  are  not  employed  and  the  C02  is  evaporated  off  at 
the  termination  of  extraction. 

An  added  advantage  of  the  C02  extractor  is  that  a  large  amount  of  sample 
adsorbent  can  be  extracted  compared  to  a  thermally  desorbed  adsorbent  tube.  In 
this  study,  one  and  one-half  to  two  and  one-half  grams  of  sorbent  were  spiked  with 
the  compunds  of  interest.  Samples  from  charcoal  filters  or  beds  with  amounts  up 
to  ten  grams  can  be  desorbed  for  detecting  trace  amounts  of  analytes. 

Porous  polymers  are  noted  for  adsorbing  a  wide  range  of  both,  polar 
and  non-polar  organic  compounds.  Porous  polymers  are  readily  thermally  desorbed 
at  relatively  low  temperatures.2 

It  was  desirable  to  compare  desorption  effectiveness  of  some  typical 
adsorbents  by  means  of  high  pressure  soxhlet  extraction.  Charcoal  was  of  particular 
interest  because  of  the  poor  recoveries  cited  for  charcoal  by  other  desorption  methods.3 
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The  research  described  here  is  an  additional  effort  to  ascertain  the  desorption 
efficiency  of  selected  adsorbents  applied  to  organic  phosphorus  compounds,  and  their 
detection  levels,  using  this  technique.4 

A  range  of  concentrations  of  organic  phosphorus  compounds  were 
spiked  onto  Chromosorb  108,  Activated  Charcoal,  a  wetted  charcoal  called 
"Maxsorb",  Anderson  Carbon  with  Nomex  polymer,  and  Tenax  GC  with 
Nomex  polymer. 

2.  EXPERIMENTATION 

2. 1  INSTRUMENTATION  AND  EQUIPMENT 

Analyses  were  conducted  using  the  following  instruments  and  equipment: 

•  High  Pressure  Soxhlet  Extractor  ( J  &  W  Scientific  Co.,  Folsom,  CA.) 

•  HP  5890GC,  with  a  DB-5, 30  meter  x  0.25  mm  x  0.25  urn  capillary  column. 

(J  &  W  Scientific  Co.,  Folsom,  CA.) 

•  HP  5970B  Mass  Spectrometer  (HewlettPackard,  Palo,  CA). 

•  Cryfocusing  unit  (Tekmar-Dohrman,  Cincinnati,  OH) 

•  Water  bath  capable  of  maintaining  +/- 1 .0°C. 

•  Ice  bath  capable  of  pumping  water  at  0°  C. 

2.2  MATERIALS 

The  following  materials  were  used: 

•  Chromosorb  108 

•  Activated  Charcoal,  Fisher  C277-350,  Lot  #  904763 

•  Wetted  Charcoal  listed  as  Maxsorb 

•  Anderson  Carbon  with  Nomex  Polymer  (Ratio  3:1,  #  1041-46) 

•  Tenax  GC  with  Nomex  Polymer 

•  Methanol  (HPLC  grade,  Burdick  and  Jackson) 

•  Methylene  chloride  (Burdick  and  Jackson) 

•  Pinacolyl  alcohol  (Aldrich  Chemical  Co.) 

•  Dimethyl  methylphosphonate  (DMMP)  (Aldrich  Chemical  Co.) 

•  Trimethyl  phosphate  (TMPO)  (Aldrich  Chemical  Co.) 

•  Diethyl  methylphosphonate  (DEMP)  (Aldrich  Chemical  Co.) 

•  Diisopropyl  methylphosphonate  (DIMP)  (Aldrich  Chemical  Co.) 

•  Triethyl  phosphate  (TEPO)  (Aldrich  Chemical  Co.) 
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2.3  GENERATOR  SET-UP/PROCEDURE 


The  accompanying  diagrams  (Figure  1  and  2)  shows  the  operation  of  the 
generator.The  liquid  C02  is  conducted  first  through  a  purification  filter  containing 
activated  charcoal.The  introduction  of  carbon  dioxide  is  terminated  by  manually  closing 
the  valve  when  the  level  of  liquid  carbon  dioxide  in  the  pressure  chamber  reaches  a  point 
corresponding  to  the  proper  working  volume  of  liquid  for  the  extractor.  This  is 
determined  by  the  precise  position  of  the  adjustable  Teflon  sleeve  on  the  filler  tube  (see 
Figure  2.)  When  the  liquid  reaches  this  level  during  the  filling  operation,  the  gas  being 
vented  from  the  outlet  becomes  white  with  entrained  dry  ice  snow. 

Prior  to  charging  the  unit  with  C02,  1 .5  -  2.5  grams  of  adsorbent  spiked  with  a 
known  amount  of  analyte  is  placed  into  a  cellulose  thimble ,  which  is  then  placed  into  the 
soxhlet  extractor.  The  unit  is  then  placed  in  the  water  bath  until  the  bottom  portion  has 
been  warmed  to  ca.  20  deg.  above  ambient,  and  then  the  unit  is  removed  from  the  water 
bath.  The  unit  is  charged  with  liquid  C02  as  described  in  the  above  paragraph.  When  the 
pressure  rises  to  ca.  600  psi,  the  cold  water  is  pumped  into  the  cold  finger  from  the 
attached  ice-bath.  The  unit  is  set  into  the  water  bath  at  2.5  inches  and  the  unit  allowed  to 
equilibrate  (approx  750  psi). 

The  cycle  proceeds  for  three  hours.  At  the  end  of  this  time,  the  unit  is  removed  from 
the  water  bath,  the  cold  water  tubes  removed  and  the  unit  is  placed  in  an  insulated 
container  and  cooled  with  liquid  Nitrogen  until  the  pressure  drops  to  zero,  at  which  time 
the  entry  valve  is  ‘cracked’  and  the  unit  allowed  to  bleed  off  the  C02. 

2.3.1  ESTABLISHING  CALIBRATION  CURVES 

Prior  to  spiking  the  solid  adsorbents,  calibration  standards  of  organic  compounds 
that  are  related  to  chemical  warfare  agents  were  evaluated.  The  organic  compounds 
chosen  were  Pinalcolyl  Alcohol  (PA),  Diethyl  methylphosphonate(DEMP),  Triethyl 
phosphate  (TEPO),  Trimethyl  phosphate  (TMPO),  Dimethyl  methylphosphonate 
(DMMP),  and  Diisopropyl  methylphosphonate  (DIMP) 

A  stock  solution  of  1000  ug/mL  of  each  of  the  organic  phosphonates  was  made 
by  adding  a  weighed  amount  of  each  to  a  1 0  mL  flask  and  diluting  to  mark  with 
methylene  chloride.  Further  dilutions  were  made  to  obtain  500, 300, 250,  100,  50, 
and  25  ug/mL.  A  standard  mixture  was  employed,  rather  than  single  components, 
so  as  to  evaluate  the  concentrations  in  a  realistic  analysis. 

One  microliter  of  each  standard  mixture  was  injected  into  a  gas  chromatograph 
interfaced  to  a  liquid  Nitrogen  cryofocus  cooled  to  a  minus  120°  C.  This  was  ballistically 
heated  to  250°C,  injected  into  the  GC,  interfaced  to  a  Mass  Spectrometer.  Calibration 
curves  were  obtained  for  each  concentration  and  evaluated  with  respect  to  area  counts. 
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Figure  1 
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Figure  2 
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Figures  3, 4, 5, 6, 7  and  8  depict  the  calibration  curves  with  their  respective 
intercepts,  slopes  and  correlation  values. 


Figure  3 


Calibration  Curve  for  Pinacolyl  Alcohol 


Figure  5. 
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y  =  0.1186x 
R2  =  0.9999 


Figure  6 


Calibration  Curve  for  DMMP 
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R2  =  0.9975 
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Figure  7 


Calibration  Curve  for  DIMP 
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Figure  8 
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2.3.2  CHROMOSORB  108 


One  and  one-half  grams  of  conditioned  Chromsorb  108  ( Altech  60/80 
mesh)  was  placed  in  four  separate  beakers  and  each  was  spiked  with  1  mL  of  500, 

200,100  and  50  ug/mL  respectively,  of  the  standard  solution  in  methylene  chloride. 

The  contents  of  each  beaker  was  air  dried  for  one  hour  at  ambient  temperature  and 
placed  into  four  cellulose  thimbles  and  extracted  for  three  hours  in  the  High  Pressure 
Extractor  at  750  psi,  water  bath  at  50°  C.  and  the  cold  finger  at  0°  C.  The 
condensate  was  taken  up  with  one  milliliter  of  methylene  chloride.  1  uL  of  the 
condensate  solution  was  analyzed  to  determine  the  concentrations  of  the  extracted 
analytes.  The  effective  extraction  from  each  of  the  Chromosorb  108  samples  is  shown 
in  Table  1. 

2.3.3  ACTIVATED  CHARCOAL,  FISHER  C277-350,  LOT  #904763,  6-12  MESH 

Two  and  one-half  grams  of  the  activated  charcoal  was  placed  in  each  of  four 
beakers  and  spiked  with  500, 250, 1 00  and  25  ug/mL  respectively,of  the  standard  " 
solution  in  methylene  chloride.  The  contents  of  each  beaker  was  air  dried  at  ambient 
temperature  for  one  hour  and  then  placed  in  four  cellulose  thimbles,  extracted  with 
the  High  Pressure  Soxhlet  extractor  for  three  hours  at  750  psi,  water  bath  at  50°  C. 
and  the  cold  finger  at  0°  C.  The  condensate  was  taken  up  with  1  mL  of  methylene 
chloride.  1  uL  of  the  condensate  solution  was  used  for  the  analysis.  The  effective 
extraction  for  the  activated  charcoal  is  shown  in  Table  2. 

2.3.4  KANSAI  SUPERACTIVATED  CARBON  (MAXSORB,  LOT  #580A,  50%  WATER) 

One  and  one-half  grams  of  the  activated  charcoal  was  placed  in  each  of 
four  beakers  and  the  charcoal  spiked  with  200,100,50  and  25  ug/mL  respectively 
of  the  standard  solution  mixture.  The  spiked  samples  were  air  dried  for  one  hour  at 
ambient  temperature  and  then  placed  in  four  cellulose  thimbles.  The  samples  Were 
extracted  in  the  High  Pressure  Soxhlet  Extractor  for  three  hours  at  800  psi,  water  bath 
at  50°  C  and  the  cold  finger  at  0°  C.  The  condensate  was  taken  up  with  one  milli¬ 
liter  of  methylene  chloride,  and  1  uL  was  used  for  the  analysis.The  results  for  the 
effective  extraction  of  the  Superactivated  Carbon  are  listed  in  Table  3  . 

2.3.5  MAXSORB  II  (ACTIVATED  CHARCOAL  AS  IN  SECTION  2.3.4) 

One  and  one-half  grams  of  the  activated  charcoal  was  placed  in  each  of  two 
beakers.  The  contents  of  one  beaker  was  spiked  with  1  mL  of  the  500  ug/mL 
standard  solution  and  the  contents  of  the  other  beaker  was  spiked  with  1  mL  of 
the  250  ug/mL  standard  solution.  The  beakers  were  covered  with  parafilm  and 
penetrated  to  leave  an  opening  of  1/8  “  and  air  dried  at  ambient  temperature  for  24 
hours.  The  contents  of  the  beakers  were  placed  into  two  separate  cellulose  thimbles 
and  extracted  in  the  High  Pressure  Soxhlet  Extractor  for  three  hours  at  750  psi,  water 
bath  at  50°  C.  and  the  cold  finger  at  0°  C  .  The  solution  was  analyzed  for  the 
effective  extraction  under  these  conditions.  The  results  are  listed  in  Table  4. 
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Table  1 


CHROMOSORB  108 
%  Recovery 


STANDARD 

1000  ug/mL 

500  ug/mL 

200  ug/mL 

100  ug/mL 

50  ug/mL 

PA 

45 

50 

26 

30 

25 

DMMP 

60 

62 

60 

60 

55 

TMPO 

62 

55 

50 

48 

45 

DEMP 

78 

75 

70 

65 

60 

DIMP 

83 

81 

78 

75 

70 

TEPO 

83 

84 

85 

83 

80 

TABLE 2 

ACTIVATED  CHARCOAL.  FISHER  C277-0350,  LOT  #904763 

%  Recovery 


STANDARD 

500ug/mL 

250  ug/mL 

100  ug/mL 

PA 

21 

18 

20 

12 

DMMP 

27 

22 

30 

26 

TMPO 

56 

25 

30 

15 

DIMP 

50 

15 

18 

10 

DEMP 

52 

20 

10 

8 

TEPO 

55 

25 

20 

15 

16 


Table3 


KANSAI  SUPERACTTV ATED  CARBON 
Lot  #  508 
%  Recoveries 


STANDARD 

100  ue/mL 

50  ug/mL 

25  u?/mL 

PA 

42 

25 

30 

24 

DMMP 

46 

40 

30 

33 

TMPO 

80 

75 

40 

40 

DEMP 

59 

50 

45 

40 

DIMP 

73 

65 

40 

35 

TEPO 

67 

78 

43 

40 

Table  4 

MAXSORB  n  (SUPERACTIVATED  CARBON) 
(24  Hours  Partially  Covered) 

%  Recovered 


STANDARD 

500  ug/mL 

250  ug 

PA 

10 

4 

DMMP 

36 

8 

TMPO 

40 

20 

DEMP 

36 

24 

DIMP 

28 

10 

TEPO 

36 

20 
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2.3.6  MAXSORB  III  (ACTIVATED  CHARCOAL  AS  IN  SECTION  2.3.4) 


One  and  one-half  grams  of  Maxsorb  was  placed  in  each  of  two  beakers  and 
the  contents  spikes  with  1  mL  of  500  ug/mL  and  250  ug/mL  respectively,  with  the 
standard  solution  mixture  .  The  beakers  were  completely  exposed  to  the  ambient  air 
for  36  hours.  Each  of  the  spiked  samples  was  placed  into  two  cellulose  thimbles  and 
extracted  in  the  High  Pressure  Soxhlet  Extractor  for  three  hours  at  750  psi,water  bath  at 
50°C  and  the  cold  finger  at  0°  C.  The  resulting  condensate  was  taken  up  with  1  mL  of 
methylene  chloride  and  1  uL  of  the  condensate  solution  was  used  for  the  analysis.  The 
results  of  the  effective  extraction  under  these  conditions  are  listed  in  Table  5. 


2.3.7  CHROMOSORB  108/NOMEX  POLYMER 

One  gram  of  Chromosorb  108  /  Nomex  Polymer  was  placed  in  a  beaker  and 
spiked  with  0.5  mL  of  the  1000  ug/mL  standard  solution  mixture  in  methylene 
chloride,  air  dried  at  ambient  temperature  for  one  hour.  The  spiked  sample  was  placed 
in  a  cellulose  thimble  and  extracted  in  the  High  Pressure  Soxhlet  extractor  for  three 
hours  at  750  psi,  water  bath  at  50°  C.  and  the  cold  finger  at  0°  deg  C.  The  resultant 
condensate  was  taken  up  with  0.5  mL  of  methylene  chloride  and  1  uL  of  the 
condensate  solution  was  analyzed  for  the  effective  extraction .  The  results  are  shown  in 
Table  6. 

2.3.8  TENAX  GC/NOMEX  POLYMER  3:1  RATIO  #6669-30  22.3%  SOLIDS 

One  gram  of  the  mixture  of  Tenax  GC  and  the  Nomex  Polymer  was  placed  in  a 
beaker  and  the  adsorbent  spiked  with  0.5  mL  of  the  1000  ug/mL  standard  solution 
mixture.The  sample  was  exposed  to  the  ambient  air  for  24  hours  and  then  placed  into  a 
cellulose  thimble,  extracted  in  the  High  Pressure  Soxhlet  Extractor  for  three  hours 
at  750  psi,  water  bath  at  50°  C.  and  the  cold  finger  at  0°  C.  The  resultant  condensate 
was  taken  up  with  0.5  mL  of  methylene  chloride  and  1  uL  of  the  condensate  solution 
used  for  the  analysis.  The  percent  recovery  for  each  analyte  is  listed  in  Table  7. 


2.3.9  ANDERSON  CARBON/NOMEX  POLYMER  3:1  RATIO  #1041-46 

One  and  one-half  grams  of  the  Anderson  Carbon  /  Nomex  Polymer  was 
placed  in  a  beaker  and  the  adsorbent  was  spiked  with  0.5  mL  of  the  1000  ug/mL  of  the 
standard  solution  mixture.  The  spiked  sample  was  exposed  to  the  ambient  air  for  24 
hours  and  then  placed  into  a  cellulose  thimble  and  extracted  in  the  High  Pressure 
Soxhlet  Extractor  for  three  hours  at  750  psi,  water  bath  at  50°  C.  and  the  cold  finger  at 
0°  C.  The  resultant  condensate  was  taken  up  with  0.5  mL  of  methylene  chloride  and  1 
uL  of  the  condensate  solution  was  used  for  the  analysis.  The  percent  recovery  for  each 
analyte  is  listed  in  Table  8. 
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Table  5 


MAXSORB  m  rSUPERACTIVATED  CARBON! 
( 36  Hours  at  Ambient  Temperature! 

%  Recovery 


STANDARD 

500  ug/mL 

PA 

BDL* 

DMMP 

BDL* 

TMPO 

10 

DEMP 

BDL* 

DIMP 

BDL* 

TEPO 

BDL* 

*Below  detection  level. 

Table  6 

CHROMOSORB  108/NQMEX  POLYMER 
(0.5  mL  of  1000  ug/mL  of  standard  mixture) 


STANDARD 

PA 

DMMP 

TMPO 

DEMP 

DIMP 

TEPO 


%  Recovered 
BDL* 

50 

61 

63 

65 

67 


*Below  detection  level 
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Table  7 


TENAX  GC/NOMEX  POLYMER 
(3:1  Ratio  #6669-30  2.3%  Solids) 

(  0.5  mL  of  1000  ug/mL  +  0.5  mL  CEUOHl 


STANDARD 

%  Recovered 

PA 

BDL* 

DMMP 

47 

TMPO 

45 

DEMP 

24 

DIMP 

13 

TEPO 

10 

*  Below  detection  level 


Table  8 

ANDERSON  CARBON/  NOMEX  POLYMER 
(3:1  Ratio  #1041-461 

(0.5  mL  of  1000  ug/mL  of  Standard  Mixture) 


STANDARD 

%  Recovered 

PA 

BDL* 

DMMP 

2 

TMPO 

2.5 

DEMP 

1.0 

DIMP 

1.0 

TEPO 

1.0 

*Below  detection  level 
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3. 


CONCLUSION 


3.1  DISCUSSION 

This  study  has  demonstrated  the  effectiveness  of  the  extraction  of  organic 
phosphonates  from  various  adsorbents.  Chromosorb  108  appears  to  be  the  most 
effectively  desorbed  for  the  concentrations  of  the  phosphonates  used  in  this  study. 
However,  it  is  demonstrated  that  charcoal  can  also  be  desorbed  but  not  as  effectively 
as  Chromosorb  108.  The  efficiency  of  desorption  is  dependent  upon  the  amount  of 
phosphonate  initially  present  and  the  exposure  of  the  adsorbent  to  the  atmosphere. 
However,  the  study  does  indicate  that  if  the  adsorbent  is  enclosed  soon  after  it  is 
exposed,  the  phosphonates  could  be  detected.  Knowing  the  amount  extracted  from 
the  analysis,  and  the  effectiveness  of  desorption  from  this  study,  the  initial  amount 
present  can  be  predicated. 

3.2  EXTRACTION  EFFICIENCY 

Parameters  affecting  the  extraction  speed  and  the  effectiveness  of  extraction 
in  this  study  are: 

Weight  of  C02  added:  150  -  200  g 

Temperature  of  cold  finger:  0  deg  C. 

Temperature  of  water  bath:  50-51  deg  C. 

Height  of  immersion  in  water  bath:  2.5  inches 

Resultant  vessel  pressure  750  -  800  psi 

These  conditions  result  in  a  cycle  rate  of  approximately  20  cycles  per  hour 
(600  mL  of  C02  /hr.  or  30  mL  of  C02  every  three  minutes)  *•  Each  run  was  3.5  -  4.0 
hours,  representing  approximately  2.0  -  2.5  liters  of  solvent  passing  through  the 
sample. 


4.  FUTURE  RESEARCH 

Initially,  the  High  Pressure  Soxhlet  Extractor  was  used  in  this  laboratory  to 
desorb  organic  phosphonates  from  a  commercial  product  called  S  AKRETE.  The 
effectiveness  of  desorption  was  extremely  poor  or  below  detection  level,  probably 
due  to  the  high  pH  of  the  product.  Further  studies  could  focus  on  the  desorption 
of  organic  phosphonates  from  various  types  of  matrices,  and  from  solid  material 
that  can  be  placed  in  the  cellulose  thimble. 
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